Introduction {#S1}
============

Auditory sensitivity can be routinely measured at frequencies between 0.25 and 8 kHz. However, over the last few years, the assessment of hearing in the frequency range of 9 to 20 kHz, a procedure known as Extended High Frequency Audiometry (EHFA) or High Frequency Audiometry (HFA), has proved to be a promising tool for the early diagnosis of many hearing disorders.

Several studies have pointed out the importance of EHFA for an early diagnosis of hearing disorders of different etiology, such as aging, exposure to ototoxic drugs and to occupational noise, sequels of otitis media, monitoring of hearing in persons with renal failure, assessment of disorders of hearing processing, and investigation of hearing impairment among the relatives of patients with hearing loss of genetic origin.^[@R1]--[@R3]^

Hearing loss in childhood may impair or delay the full acquisition and development of language in any modality. For adequate acoustic perception, it is of primordial importance for an individual to be able to detect sounds in the range of 5 to 9 kHz since these sounds guarantee a good part of speech intelligibility by favoring consonant discrimination and speech recognition. In the presence of hearing loss in this frequency band, people may have difficulty in distinguishing the noise signal, with a consequent impairment of speech intelligibility in noisy environments.^[@R4]--[@R6]^

Speech intelligibility is very important for the acquisition and development of language, and studies on children with normal hearing have shown evidence of excellent hearing sensitivity for high frequency sounds.^[@R7]^

A number of studies have investigated the extended high frequency hearing threshold increase in children with a history of recurrent otitis and alterations in auditory processing. The results of these studies have suggested that the extended high frequency hearing loss in children may be due to a significant history of otitis media, since the prolongation of this infection can lead to the diffusion of toxins through the oval window membrane in the base of the cochlea.^[@R8]--[@R10]^ Also, there is an increase in sensitivity to extended high frequency sounds in school-age children with altered hearing processing compared to children with normal hearing processing.^[@R4]^

Although these studies have also investigated the extended high frequency threshold in normative control groups of children, the age range of the subjects varies widely in the various reports, thus compromising a comparison of the parameters proposed as reference.

It is known that a good hearing sensitivity for frequencies in the range of 5 to 9 kHz is important for the understanding of speech, and sensory deprivation during the phase of acquisition of this system may have negative consequences. The study of the relationahip between extended high frequency hearing threshold among children exposed to ototoxic medications with a history of recurrent otitis, and with altered hearing processing, among other variables, is of fundamental importance as a tool to be used for an early diagnosis of alterations in hearing threshold. However, in order to propose some reference standard, more research is needed to establish the extended high frequency hearing threshold for children with no hearing complaints. The objective of the present study was to establish the hearing thresholds of extended high frequency of school-age children with no hearing complaints.

Materials and Methods {#S2}
=====================

The study was approved by the Research Ethics Committee of the University Hospital, Faculty of Medicine of Ribeirão Preto, University of São Paulo, Brazil (n. 3082/2007). Informed written consent was obtained from all subjects responsible for the children participating in the study.

The study sample consisted of 50 children, 31 girls and 19 boys aged 8--12 years (mean=10.1 years) who fulfilled the inclusion criteria presented below. The study was conducted at the Audiology Clinic of the Speech Therapy Course, School of Medicine of Ribeirão Preto, University of São Paulo, Brazil, from February to July 2008.

Inclusion criteria
------------------

Subjects were included in the study if they presented no hearing complications and the following characteristics in both ears: i) mean hearing threshold up to 15 dB HL for frequencies of 0.5, 1 and 2 kHz;^[@R11]^ and ii) type A tympanometric curve with the presence of contralateral acoustic reflexes at 0.5, 1, 2 and 4 kHz.^[@R12]^ Twenty-three subjects were excluded from the sample.

Exclusion criteria
------------------

Exclusion criteria were: clinically overt hearing loss and/or prolonged exposure to noise and/or a history of ototoxic medications.

Hearing evaluation
------------------

All procedures for hearing evaluation were conducted in a sound-treated room according to ISO 8253-1.50 standards. A clinical audiometer (Unity; Siemens) was used for the study with Sennheiser HDA 200 headphones (ISO 389-5; ISO 389-8 and IEC 60645-1). The headphone calibration was carried out using the automated procedure of the audiometer. Conventional audiometry was determined for octave frequencies of 0.25, 0.5, 1, 2, 3, 4, 6 and 8 kHz, and HFA was determined for frequencies of 9, 10, 11, 12, 14 and 16 kHz. Tympanometry and acoustic reflex measures were determined using an Interacoustics AZ-7 instrument with TDH 39P headphones. For conventional and extended high frequency audiometry, the headphones were positioned by the examiner and the child was instructed to raise an arm whenever he heard the auditory stimulus.

The pure tone air-conduction threshold was determined using the descending technique at 10 dB intervals until the point where the child no longer responded to the sound. Starting at that intensity, the ascending technique was used at 5 dB intervals until the child started to hear again. The hearing threshold was established for 50% of the responses obtained at the different frequencies studied.

Statistical analysis
--------------------

Data were analyzed statistically using the Graph Pad Instat software, version 3.0 for Windows 95. Repeated Measures ANOVA followed by the Bonferroni multiple comparisons post-test test, and the Kruskal-Wallis test followed by the Dunn multiple comparisons post-test were used to compare the EHFA thresholds. The Kruskal-Wallis test followed by the Dunn multiple comparisons post-test was used to analyze threshold variation along the frequencies. P\<0.05 was considered significant and significant values are marked with an asterisk.

Results {#S3}
=======

[Tables 1](#T1){ref-type="table"} and [2](#T2){ref-type="table"} present the values of the statistical tests applied to compare extended high frequency hearing thresholds according to ear (right and left) and gender variables. No significant differences were found between the right and left ear for the female and male groups.

Table 1Descriptive analysis of the comparison of extended high frequency hearing thresholds according to ear (right and left) in females (n=31) for frequencies of 9, 10, 11.2, 12.5, 14 and 16 kHz.Frequency (ear)MeanSDMedianMinimumMaximumCI \<95%CI \>95%P9 kHz (RE)8.715.47100206.710.72\>0.059 kHz (LE)7.16.5510−5154.79.510 kHz (RE)6.138.545−53039.26\>0.0510 kHz (LE)3.3980−10250.456.3211.2 kHz (RE)6.946.675−5204.59.38\>0.0511.2 kHz (LE)6.457.775−5253.69.312.5 kHz (RE)6.456.735−5203.988.92\>0.0512.5 kHz (LE)6.297.15−5203.78.8814 kHz (RE)−0.487.680-1020-3.32.33\>0.0514 kHz (LE)−1.776.78−5−1010−4.260.7116 kHz (RE)−6.134.78−10−105−7.88−4.38\>0.0516 kHz (LE)−6.946.15−10−1015−9.19−4.68[^2]

Table 2Descriptive analysis of the comparison of extended high frequency hearing thresholds according to ear (right and left) in males (n=19) for frequencies of 9, 10, 11.2, 12.5, 14 and 16 kHz.Frequency (ear)MeanSDMedianMinimumMaximumCI \<95%CI \>95%P9 kHz (RE)10.799.6110−5306.1615.42\>0.059 kHz (LE)8.689.4110−10254.1513.2210 kHz (RE)10.538.9610−5306.2114.85\>0.0510 kHz (LE)6.588.175−5252.6410.5211.2 kHz (RE)13.1610.17100358.2618.06\>0.0511.2 kHz (LE)8.166.06100205.2411.0812.5 kHz (RE)1011.310−10304.5515.45\>0.0512.5 kHz (LE)6.328.145−10252.3910.2414 kHz (RE)4.4711.775−1025−1.210.15\>0.0514 kHz (LE)1.328.640−1020−2.855.4816 kHz (RE)1.5814.63−5−1035−5.478.63\>0.0516 kHz (LE)1.0513.290−1030−5.357.46[^3]

[Table 3](#T3){ref-type="table"} presents the values of the statistical tests applied to compare high frequency hearing thresholds between genders for the frequencies of 9, 10, 11.2, 12.5, 14 and 16k Hz. A significant difference was observed at 16 kHz between females and males, with high average thresholds for the boys. No significant differences were seen for the other frequencies.

Table 3Descriptive analysis of extended high frequency hearing thresholds (dBHL) and results of the Kruskal-Wallis test followed by the Dunn multiple comparisons post-test for gender comparison (n=31 females and 19 males) for frequencies of 9, 10, 11.2, 12.5, 14 and 16 kHz.Frequency (ear)MeanSDMedianMinimumMaximumCI \<95%CI \>95%P9 kHz (F)7.96.0410−5206.379.44\>0.059 kHz (M)9.749.4410−10306.6312.8410 kHz (F)4.768.325−10302.656.87\>0.0510 kHz (M)8.558.695−5305.6911.4111.2 kHz (F)6.697.185−5254.878.52\>0.0511.2 kHz (M)10.668.64100357.8213.512.5 kHz (F)6.376.855−5204.638.11\>0.0512.5 kHz (M)8.169.895−10304.911.4114 kHz (F)-1.137.210−1020-2.960.7\>0.0514 kHz (M)2.910.310−1025−4.56.2916 kHz (F)−6.535.48−10−1015−7.92−5.14\<0.05[\*](#TF3-1){ref-type="table-fn"}16 kHz (M)1.3213.79−5−1035−3.225.85[^4][^5]

The mean and standard deviation (systematic error of 2.5 dBHL) data of extended high frequency threshold (dBHL) for frequencies of 9,10, 11.2, 12.5, 14 and 16 kHz in school-age children with no hearing complaints (n=50 children) are shown in [Figure 1](#F1){ref-type="fig"}.

Figure 1Mean and standard deviation (systematic error of 2.5 dBHL) data of extended high frequency threshold (dBHL) for frequencies of 9, 10, 11.2, 12.5, 14 and 16 kHz in school-age children with no hearing complaints (n=50 children).

Discussion {#S4}
==========

The normal hearing standard thresholds for children^[@R13]^ and adults^[@R14]^ have been well established for frequencies of 0.25 to 8 kHz. However, in the evaluation of high frequencies, there still is no consensus in the specialized literature about what should be considered normal for children or adults.^[@R15]--[@R17]^ Some investigators have adopted the same normal standard as used in conventional audiometry in order to determine alterations of the threshold for frequencies above 8 kHz, whereby the normal value expected would be a threshold of up to 15 dB HL for children and 25 dB HL for adults.^[@R3]^

In children, some obstacles have been encountered in the comparison of the results in the literature, since the frequencies investigated, the age range studied and the criteria for subject inclusion were not always the same.^[@R1],[@R7],[@R15]--[@R22]^ Some authors have included in their studies children with tonal thresholds for conventional frequencies up to 15 dB HL,^[@R15]^ others have included thresholds up to 25 dB HL,^[@R2],[@R18]^ and still others have used as an inclusion criterion a threshold of up to 20 dB HL for frequencies of 0.5, 1, 2 and 4 kHz.^[@R4]^

Another factor that compromised comparison with other studies was that some determine the extended high frequency hearing threshold in dB SPL according to the audiometer used.^[@R1],[@R4],[@R16],[@R20],[@R21]^

There was no significant difference in hearing thresholds between ears in girls and boys, as also reported in previous studies.^[@R2],[@R4],[@R18],[@R23]^ In this study, these findings suggest that the average hearing thresholds were similar for right and left ears for all frequencies investigated in both genders.

The standard deviations were high in the population studied, a fact that may be explained by the methodology used for hearing assessment, since the exam was carried out with variation in intensity using 5 dBHL steps. To reduce the standard deviation, the ideal would be to carry out the frequency procedure using 1 dB steps, but this methodology would be difficult to use in clinical routine due to the time required, with consequent fatigue of the subject evaluated and possible impairment of the reliability of the results.^[@R2]^ One way to avoid this situation would be to use only frequencies of 10kHz, 12.5kHz and 16kHz and a 2 dB attenuator step, since the frequency resolution of 1 kHz is unnecessarily fine. In this study, these data were corrected by 2.5 dB steps.

Comparison of high frequency hearing thresholds between genders for the frequencies of 9, 10, 11.2, 12.5, 14 and 16 kHz revealed a significant difference at 16 kHz, with high average thresholds for the boys. No significant differences were seen for the other frequencies. As the sample size is small, further controlled studies are needed in order to verify that the differences at 16kHZ are significant for the whole population of children. In the literature, female gender presented a better threshold in the adult population^[@R1],[@R18],[@R19]^ and studies conducted on age ranges similar to that of this study did not mention this variable.^[@R7]--[@R9],[@R15],[@R16]^

Analysis of the mean values for the population investigated ([Figure 1](#F1){ref-type="fig"}) showed that the thresholds did not exceed 10 dBHL.^[@R2],[@R18],[@R23]^ There was an improvement in hearing thresholds starting at 14 kHz, a common characteristic for this young age range.^[@R4],[@R18],[@R23]^ The best hearing sensitivity is found in infants, children and adolescents. A loss of hearing sensitivity over the frequency range of 15-18kHz starts around 20 years of age.^[@R7],[@R16],[@R20]^

The normal hearing standard thresholds established for children for frequencies of 0.25 to 8 kHz is expected to be up to 15 dB HL. The same normal standard used in conventional audiometry would be used as the limit of normal hearing threshold at standard extended high frequencies. The data of this study can guide the professional during the audiologic follow up of children and youngsters considered to be at risk, such as those exposed to ototoxic medications, with a history of recurrent otitis media, and with learning complaints.

Conclusions {#S5}
===========

For school-age children, the extended high frequency hearing thresholds below 15 dBHL could be used as an indication of normal hearing sensitivity.
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